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DATAMASTER MAINTENANCE REPORT
i LN ol S L T AT B ST A
(Compiele this reporl in duplicate at the time of the regutar monihly preventive maintenance chebk, and-tatandves/ hstrument

is repaired. Send copy 1o Deparlnent of Health, relain original in department lite. ‘-

DATARASTER SN B DATE OF INSPEGTION
204126 Inventory Number 127246 v et i (5203 (00 5 Saseiiiidas oo
LOGATION OF ISTRUMENT {STREET AND CITY} - TIME OF INSPECTION

St. Francois County Sheriff's Department, Farmington, Missouri - 1911

CHECKLIST: Place a chack (v) to the left of sach ilem if found lo be satisfactory or If operating within eslablished limits. (Wlite
in observed values where determined.) Unchecked items must be corracled before using instrument, :

V] DIAGNOSTIC CHECK (PRINTOUT ATTAGHED)

¥l compPuTER ¥l peTECTOR

I} PROGRAM i FILTERS

¥4 HEATERS‘SAMPLE_CHAMBER Y g [ QuARTZ STANDARD
~ /1 FLOw DETECTOR V] caLiBRATION

PUMP HIGH SPEED | : 2 prINTER

INDICATOR LIGHTS

TIME AND DATE

[/} SIMULATOR TEMPERATURE {34 °C 4 0.2°C)

] CALIBRATION GHECK -
Run three tests using a slandarg sofution. All three lests must be within £ 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding o the standard solution being used. (PH!NTOUT ATTACHED) (USE
RECIRCULATION PUMP)
¥l 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REFORT)

TEST1 ™ 00 TESTZ ¥ 101 TEST3 1™ 101

[l PERFORM R.F.1. TEST (PRINTOUT ATTACHED)

[) NUMBER OF REFUSALS. SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE A%
FOLLOWS: {DC NOT INCLUDE SIMULATOR TESTS}

REFUSALS | {0-.04) 0 {.05-.09) 2 {.10-.14} 3 {-15-.19) 4 {Over .19} 4

List any new paris and describe any alleration or modification thal was made lo restore the instrument 1o operate safisfactorily
and within established limits {use other sids il necessary)} . .
This instrument_is_operating within established limits, Replaced firmware chip 12/15/99 with version 04/07/2009.

Solution Manufacture: Guth Laboratories, Inc. Lot Number: 08340 ' Expiration Date: 10-15-2009
INSPECTING OFFICER e e '
SIGNATURE PRINT NAME
P oo, Clioctte W.D. Choate
IYPE il PEAMIT NUMBER/EXPIRATION DATL TELEPHONE NUMBER
820144 / 05-06-2010 (573)431-0166
MO §80-1468 {2-84) AN LOUAL GPPORTUTVARFIMATIVE ACTION EMPLOYER Lot -116

erages RroWird 00 A nanduscnminalony hass



®
4@6 GUTH LABORATORIES, INC.

590 NORTH £7th STREET #& HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-564-5470

1

CERTIFICATE OF ANALYSIS
Certified Alcohbl Reference Solution for Simulator

Random Samples of Lot Number 08340 of
~ Alcohol Reference Solution for Simulator were analyzed by
gas 'chl‘oma{togfaphﬁ and. found td contain 0.1211 percent
(w/vol) ethyl'alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM,

When used in a calibrated Simulator, operating at

34°C /- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC,

The alcohe! and wat-r used in this solution were

free of test interfering substances.

7 7

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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BAC DataMaster
- Evidence Ticket

HISEOURI STATE HIGHWAY PRTROL

EBAC DATAMASTER RERIAL MUMEER £H4126
5 (R PO

e DIAGHOETIC CHECE -~

THMFUTER:

ROGRANM Ed-GF-2EES DERY

IERTERE

FHFLE CHAMBER: 49

L DETECTOR: [y

1piE :

1GH SPEEL: OKAY
Ay

ETECTOR:
H.TERE:: Ry
UARTZ =TAMDARLD: ERY
ALIBRATION: Ay

FEINTER TEST

BABEPESE 4= PRABCIERS

= = R L PR Y ) el b

LIELMHOPRRETUNIEY 2L 1" shode fghi ik Lano

greturasgz i BT

Signature ﬁ Q_Qﬂcmﬁ& '

weycled paper with agr-based inks
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BAC DataMaster
Evidence Ticket |

MIZE0URT STATE HIGHUAY
E G2 Y

TESTIMG OFFICER:
CHORTE ALl
OFFICER 1.D.: 156
PERMIT HOMEER: £261d4
EXPIRRTION IATE: B5-B6-16
MIZCELLAMECUS BATA:
16 TEET

BLAHK TEET - A

EXTERMAL =TAMBARED . lat
BLAMK TEST . B

M=

a8

FATROL
LAC DATAMASTER SERIAL NUMBER Sodize

——— ZUFERVIEGE MODE ——
ELAHE TEST _ « G
IHTERHAL =TAMDARD YERIFIED
EXTERMAL ETAMDARY . 1od
BLAHE TEZT fng
EXTERMAL =TAHTARD L

121
IRHR !
1215
19 is
IR-HR )
19847
193: 17
19 iE

épcralor Signature 'S(:‘T

.Printed on recycled paper with agri-based Inks

Ao - -

CMEU 2208-02




DACT LIS OGUE LAUYTLE — X AMS IUUEE LI 1St

BAC DataMaster
Evidence Ticket

-

f MISEORT ETATE HIGHWEY PRTROL
! BAC DATHMASTER ZERIFAL HMHUMBER ZA4126
' 1 [ SR T

1 ARREST TIME: i9:&s
SUEJECT HAME:
TEZT
DOE: @l-BieBl SES: W
STATE-D. L. F- 18356
ARRE=TIMG OFF TCER:
TE=T
OFFTCER 1.D,: 15
TESTING OFFICER:
CHORTE AW T
OFFICER I.DL i 154
FERMIT HUMEER: SR81d4
ESFIRATION DATE: @58
MIECELLANEOUE TATH:
RFI TERT

P L]

——— EREATH ANALYSIZ -——
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BLAME TEET AEE
THTERHAL =TAMIARD EF-. IFIED
RADICQ INTERFEREMCE
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W
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" Operator Signature 5&;}\ O@J)aﬁa

.Prinled on recycled paper wilh agri-based inks
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State of Missourf
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

W CHOATE

Js hersby authorlzed o Instruni and .BUPEITWHB epeyatars, irdin instruotors, Inspeol,
callbrate, parform eld repairs, and oparate the ipliowing branth andlyzer{s):

DA TAMASTER

ior b determination of the alaohollc content of bipod from & sample of explred {alvenlar)
alr. jssupd ynderthe provislons.of sections 677.020 through 577.041, RBo 1886, '

o U5/06/08 _ A i
. Dlrestor of 81ale Poblie Heslth Laboratory
T T

umbe: B201 4d R — SIS
Expies (84062010 '

Direnior, Daparmant s Heallh

WO BT 58 Leb,4 (A705



